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Lab Code

I-131 Root Mean Squared Error (RMSE) in 20 mL and 30 mL Samples
TRIP 20 mL
TRIP 30 mL
EURADOS 20 mL
EURADOS 30 mL
Acceptance criteria
RMSE ≤ 0.25

Labs that did not report results are not shown; + Lab 65 results are off-scale

+
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